360 Acta Orthopaedics 2013; 84 (4): 360-364 

More than 50% reduction of wear in polyethylene liners with 
alumina heads compared to cobalt-chrome heads in hip 
replacements 

A 1 0-year follow-up with radiostereometry in 43 hips 

Jon Dahl 1 ' 2 , Finnur Snorrason 4 , Lars Nordsletten 2 ' 3 , and Stephan M Rohrl 3 



1 Department of Orthopaedics, Ringerike Hospital, Honefoss; 2 Faculty of medicine, University of Oslo; department of Orthopaedics, Oslo University 
Hospital, Oslo; 4 Department of Orthopaedics, Drammen Hospital, Drammen, Norway. 
Correspondence: jon.dahl@mac.com 
Submitted 12-02-28. Accepted 13-02-08 



Background and purpose Excessive wear of acetabular liners in 
hip replacements may lead to osteolysis and cup loosening. Differ- 
ent head materials are currently used. We measured differences 
in wear between alumina and cobalt-chrome heads with the same 
polyethylene liner. 

Patients and methods 39 patients (43 hips) with osteoarthritis 
were included in a study with 10-year follow-up. Wear was mea- 
sured as proximal and 3D penetration of the head in the liner with 
radiostereometry (RSA). All the patients were followed clinically 
with Harris hip score (HHS) for up to 10 years. Radiolucent lines 
and osteolytic lesions were assessed on plain radiographs. 

Results With alumina heads, proximal wear (95% CI) after 
10 years was 0.62 (0.44-0.80) mm as compared to 1.40 (1.00-1.80) 
mm in the cobalt-chrome group. For 3D wear, the results were 
0.87 (0.69-1.04) mm for alumina heads and 1.78 (1.35-2.21) mm 
for cobalt-chrome heads. Median (range) HHS was 98 (77-100) 
in the alumina group and it was 93 (50-100) in the cobalt-chrome 
group (p = 0.01). We found no difference in osteolysis between the 
groups. 

Interpretation We found better wear properties with alumina 
heads than with cobalt-chrome heads. We recommend the use of 
alumina heads in patients in whom a high wear rate might be 
anticipated. 



Polyethylene (PE) wear is a major limitation for long-term 
survival of total hip replacements (THRs). Production of wear 
particles induces osteolysis and leads to aseptic loosening of 
the implant (Dumbleton et al. 2002, Wilkinson et al. 2005, 
Purdue et al. 2006). Dumbleton et al. (2002) suggested that 
the threshold for acceptable linear wear should be 0.1 mm 
per year and that osteolysis is almost non-existent if wear is 



reduced to below 0.05 mm per year. They also reported that 
osteolysis and loosening increases if the wear rate is more 
than 0.2 mm/year. 

The problem of wear has been addressed in different ways, 
such as head size and material choice. The use of smaller fem- 
oral heads reduces wear (Kesteris et al. 1996), but it increases 
dislocation-rate (Bystrom et al. 2003) and reduces range of 
motion (Burroughs et al. 2005). Different bearing surfaces 
such as ceramic-on-ceramic have low wear rates, but they have 
other disadvantages such as nano-sized wear particles, break- 
age, chipping, and squeaking (Keurentjes et al. 2008, Lang 
et al. 2008). Breakage of ceramic heads has been reported 
to range from 0.004% to 13% (Willmann 2000, Allain et al. 
2003). A well-functioning ceramic head is thought to give 
less wear than a metal head when coupled with PE, because 
of a smoother surface and better wettability (Saikko et al. 
2001, Hannouche et al. 2011). Metal-on-metal bearings have 
low wear rates, but reports from international registries have 
shown higher revision rates for resurfacing THR than for con- 
ventional THR. 

Wear is related to activity (Schmalzried et al. 2000 ) and 
therefore young and active patients could possibly have higher 
prosthesis wear. Other factors that may have an influence 
on wear rates in THR are cup positioning, implant fixation 
method, implant material, and coating of implant. Possible 
patient factors are weight, age, gender, and level of activity. 

The aim of this study was to investigate a possible difference 
in wear patterns between 2 different head materials (cobalt- 
chrome and alumina) of the same size (28 mm) articulating 
on liners made of identical PE in the same type of acetabular 
shell. Metal heads such as cobalt-chrome are cheap, durable, 
and well proven with PE acetabular components (Fumes et 
al. 2007). Other materials should be as safe and should have 
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53 hips in 47 patients planned 
enrolled from ongoing RSA study 



Excluded (n = 10): 

♦ Dead at 10-year FU (n = 1) 

♦ Declined to participate (n = 5 (4 patients)) 

♦ Revised hips (n = 4 (3 patients)) 



43 hips in 39 patients included in study 
and allocated by head material 
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Allocated to cobalt-chrome head (n 

♦ Anatomic stem (n = 9) 

♦ Anatomic Option stem (n = 14) 



= 23): 



All patients scored with Harris hip-score 
All patients had conventional and 
stereo radiographs 



Allocated to alumina head (n = 20): 

♦ Epoch stem (n = 1 1 ) 

♦ Anatomic stem (n = 5) 
» Anatomic Option stem (n=4) 



All patients scored with Harris hip-score 
All patients had conventional and 
stereo radiographs 



w 
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Analyzed (n = 23) 

♦ Excluded from RSA analysis due to 
inferior quality of stereo radiographic 
images (n = 2 (both Anatomic stems, 
1 missing control points and 1 
missing focus 1 postoperatively)) 



Analyzed (n = 20) 

♦ Excluded from RSA analysis due to 
inferior quality of stereo radiographic 
images (n = 4 (2 Epoch stems (1 high 
CN and 1 missing postoperative 
radiographs), 1 Anatomic stem 
(missing postoperative radiographs), 
and 1 Anatomic Option stem (missing 
cage markers postoperatively)) 



CONSORT 201 0 flow diagram. 

durability superior to that of metal heads, to replace them as 
the material of choice for use with PE in THR. One RSA study 
showed better wear properties for alumina heads than for 
cobalt-chrome heads with cemented cups (Dahl et al. 2012). 
Another study showed the opposite with uncemented cups 
(Sychterz et al. 2000). 



Patients and methods 

The cohort we studied was recruited from a randomized 
controlled multicenter study (Karrholm et al. 2002). In the 
original study, 53 hips in 47 patients were operated with total 
hip replacement (THR). 39 patients (43 hips) were included 
in the present study (Figure). In all patients, the indication 
was primary or secondary osteoarthritis without anatomical 
abnormalities. The patients were randomized to 3 groups. 
All of them received a Trilogy acetabular component. This 
is a hemispheric porous-coated (titanium mesh) cup with a 
polyethylene liner (compression-molded GUR 1050; Ticona, 
Summit, NJ) sterilized with y-irradiation in nitrogen. All 
patients received the same liner material, but the liner thick- 
ness varied with the shell size. All cups were also fixated with 
2-3 screws. On the femoral side, the patients were random- 
ized to either Epoch, Anatomic, or Anatomic Option (Zimmer, 



Warsaw, IN). Epoch is a porous-coated com- 
posite stem with reduced stiffness, Anatomic 
is a proximally porous-coated titanium alloy 
stem, and Anatomic Option is a cemented 
cobalt-chrome (Zimaloy) stem. Palacos 
bone-cement (Schering Plough; Labo N.V., 
Belgium) was used in all the cemented 
cases. The uncemented stems had additional 
plasma-sprayed hydroxyapatite-tricalcium 
phosphate coating. All Epoch stems had alu- 
mina heads (Biolox Forte; CeramTec, Plo- 
chingen, Germany). 29 of 38 Anatomic and 
Anatomic Option stems had cobalt-chrome 
heads; 9 had the same alumina heads as the 
Epoch stems. The intention was to operate 
all patiaents in the study with alumina heads, 
but this was changed because the approval 
for these heads on the taper of the Anatomic 
stems was withdrawn. After this withdrawal, 
all Anatomic stems received cobalt-chrome 
heads. The same surgeon (FS) operated most 
patients and was present at all operations. The 
groups were comparable with regard to age, 
sex, weight, side, cup size, liner thickness, 
and preoperative Harris hip score (Table 1). 

Clinical outcome 

All patients were scored with the Harris hip 
score preoperatively, and this examination 
was repeated after 10 years. Revisions and reasons for these 
were noted. 

RSA 

Index RSA was acquired with analog technique and measur- 
ing cage 41 (RSA Biomedical, Umea, Sweden). The analog 
radiographs were scanned (Scanmaker 9800x1; Microtec Lab. 
Inc., Cerritos, CA), digitized, and re-marked with digital 



Table 1 . Description of patients and groups 





Cobalt-chrome 


Alumina 


n 


23 


20 


Age at operation a 


60 (53-72) 


64 (34-70) 


Sex, M/F 


6/17 


9/11 


Weight at operation a 


70 (58-98) 


78 (51-95) 


Preoperative Harris hip score a 


52 (28-69) 


55 (25-67) 


Side, left/right 


11/12 


8/12 


Cup size a 


52 (48-60) 


54 (50-60) 


Liner thickness a 


7.3 (6.3-10.4) 


7.3 (7.3-10.4) 


Stem type 






Epoch 


0 


11 


Anatomic option 


14 


4 


Anatomic 


9 


5 



Median (range) 
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Table 2. Mean migration of the center of the prosthetic head, in mm, in relation to the cup measured with RSA, significance level for differ- 
ence, and precision of measurements from 71 double examinations. 95% CI of mean in parentheses and range in square brackets 



Direction Cobalt-chrome Alumina p-value Precision 



Proximal (y-axis) 1.40 (1.00 to 1.80) [0.38 to 3.6] 0.62 (0.44 to 0.80) [0.23 to 1.33] 0.001 0.09(0.06-0.11) 

Medial (x-axis) -0.38 (-0.72 to -0.04) [-1 .81 to 0.67] -0.10 (-0.27 to -0.08) [-0.76 to 0.26] 0.2 0.11(0.08-0.14) 

Posterior (z-axis) -0.59 (-0.84 to -0.34) [-1 .64 to 0.82] -0.32 (-0.54 to -0.10) [-0.94 to 0.37] 0.1 0.18(0.13-0.23) 

3D (x-, y-, and z-axis) 1.78 (1.35 to 2.21) [0.62 to 4.3] 0.87 (0.69 to 1 .04) [0.33 to 1.49] < 0.001 Not applicable 



technique using UmRSA digital measuring software version 
6.0 (RSA Bomedical). 10-year RSA was acquired digitally 
using measuring cage 43 and the same software as used for 
the index RSA. The acetabular components were also marked 
and measured using markerless technique (Borlin et al. 2006). 
The Trilogy cup is a hemisphere, and therefore the center of 
the hemisphere can be found using edge-detection methods. 
Linear wear was measured as penetration of the center of the 
head in the cup along the vertical (y-) axis and as a vector 
of all 3 axes (x-, y-, and z-axis). Cup movement was mea- 
sured as migration and rotation of the cup in relation to the 
acetabular markers. Precision was determined from 71 double 
examinations as absolute mean difference (95% CI of the 
mean) between the double examinations postoperatively and 
after 10 years (Table 2). We included examinations with con- 
dition number (CN) below 120 and mean error below 0.3 in 
the study, as this is generally accepted to be adequate quality 
for RSA measurements (Valstar et al. 2005). 

Radiography 

All patients had conventional radiographs taken at 10 years. 
These were analyzed using mdesk (RSA Biomedical). This 
software allows measurement of implant positioning, distri- 
bution of radiolucent lines (RLLs) between cup and pelvis, 
and osteolytic lesions. RLLs wider than 1 mm in the AP view 
were measured. Osteolytic lesions were measured in mm 2 on 
the AP radiograms. Cup positioning in relation to pelvic land- 
marks was also determined. 

Statistics 

A mixed-model analysis was performed for difference in wear 
between groups since we had 2 patients with bilateral implants 
in the final wear analysis, thus not being independent obser- 
vations. The regression analysis was done with xtreg in Stata 
software version 11.0. The significance level was set to p = 
0.05 for differences between groups. We used Pearson's corre- 
lation coefficient to check for correlation between continuous 
variables. Calculations were done using the PASW statistics 
package version 18. 

Ethics 

The study was conducted in accordance with the Helsinki Dec- 
laration. The regional ethical committee in Norway approved 
the study (REK Sor S-93122). 



Results 

Clinical outcome 

There were 2 revisions in each group at 10 years. In the alu- 
mina group, 1 patient with bilateral Epoch stems was revised 
on both sides due to pain. She had measurable wear in both 
hips, but not enough to be revised for this reason alone. In the 
cobalt-chrome group, 1 patient was revised due to stem loos- 
ening and 1 was revised because of inexplicable pain. Both 
had Anatomic Option stems. Median (range) Harris hip score 
after 10 years was 93 (50-100) in the cobalt-chrome group 
and 98 (77-100) in the alumina group (p = 0.01). 

RSA 

RSA analyses were performed on patients who had radio- 
graphs of adequate quality postoperatively and after 10 
years. This left us with 21 patients in the cobalt-chrome 
group and 16 in the alumina group. We found more than 
50% reduction of head penetration (wear) both proximally 
and in 3D in the alumina group, compared to the cobalt- 
chrome group. The mean difference (95% CI) between the 
groups was 0.78 (0.34-1.22) mm for proximal wear and 
0.91 (0.44-1.38) mm for 3D wear. Wear was measured for 
both groups along all axes (Table 2). We found no statisti- 
cally significant difference in wear between the subgroups 
with different stems and fixation methods. There was also no 
statistically significant difference between men and women 
or between younger and older patients (i.e. less than or more 
than 60 years of age at operation) in this material. All cups 
were found to be stable. 

Radiography 

Mean area of osteolysis (95% CI) was 30 (21-39) mm 2 in 
the cobalt-chrome group and 22 (14-30) mm 2 in the alumina 
group (p = 0.2). 2 of 23 cases had no osteolysis in the cobalt- 
chrome group, as compared to 3 of 20 cases in the alumina 
group. 

Most osteolytic lesions were found in the area of screw fixa- 
tion. There was no significant difference in the distribution of 
radiolucent lines between the 2 groups. We found no system- 
atic bias in cup positioning in relation to the pelvis between 
the groups. 
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Discussion 

We found more than 50% reduction in wear for alumina heads 
on conventional polyethylene liners compared to cobalt- 
chrome heads. This is of considerable interest, as wear is a 
major reason for aseptic loosening and osteolysis in hip- 
replacement surgery. This study was conducted using conven- 
tional polyethylene, which is less wear-resistant than modern 
crosslinked polyethylene (Rohrl et al. 2007). Use of alumina 
heads instead of cobalt-chrome heads on modern polyethyl- 
ene could reduce wear even further. The difference in wear 
between alumina and cobalt-chrome heads may also be less 
when articulating with crosslinked polyethylene. We found no 
statistically significant difference in osteolysis, although there 
was a tendency of more osteolysis in the cobalt-chrome group. 
10 years may be too short a follow-up time for increased wear 
to manifest itself as increased osteolysis. Our findings do not 
support the so-called threshold for tolerable linear wear of 0. 1 
mm per year. The cobalt-chrome group had a wear pattern 
well above this threshold and the alumina group a wear pattern 
well below this threshold, but we did not find any difference in 
survival or osteolysis up to 10 years. A tendency of increased 
osteolysis and reduced clinical outcome at 10 years could be 
an indication for earlier failures in this group in future. Even 
though we found wear reduction of more than 50% for alu- 
mina heads and a tendency of less osteolysis in the alumina 
group, we cannot say that this was clinically significant after 
10 years as there was no difference in the number of revisions 
between the groups. This has also been reported in the Austra- 
lian joint registry, where revision rates of THRs with ceramic 
and metal heads articulating on modified PE have been com- 
pared; results with conventional PE have not been compared 
(Graves 2011). 

The number of patients was too small to trust the observed 
difference in clinical outcome in our material. There were also 
substantial confounders to this finding, such as different stems 
and fixation methods. The Harris hip scores were generally 
high in both groups. The patients in our study were 61 years 
old on average at operation, and they will use their prosthesis 
for far more than the 10 years covered here. 

The present study had several strengths. The patients were 
recruited from a randomized trial of stem fixation with RSA, 
so we had good check of the patients, and only 5 of them were 
lost to follow-up at 10 years. 1 investigator performed the clin- 
ical follow-up for all patients. Conventional radiographs were 
investigated in addition to RSA, for possible explanations of 
difference in wear other than head material — such as offset, 
height of hip center, and cup inclination — and to evaluate 
bone loss and signs of loosening of cups and stems. The reduc- 
tion in wear was highly significant even though the number of 
patients was small. 

The weaknesses of our study were that it was not originally 
designed to study wear, and that randomization was not done 
by head material, but by stem type. Thus, different stems and 



fixation methods were used on the femoral side. One might 
speculate that this could have an influence on the wear of the 
articulation. We found no difference in wear whether patients 
in the alumina group had Epoch or Anatomic/Anatomic Option 
stems. There was also no difference in wear between Anatomic 
and Anatomic Option stems in the cobalt-chrome group. This 
indicates that stem type is not a major confounder. When we 
break this material down, the subgroups become very small 
with only a few patients in each group; therefore, it is prob- 
ably underpowered with regard to analysis of subgroups such 
as high/low BMI, men/women, and young/old patients. RSA 
examinations were obtained with different calibration cages 
and with analog technique postoperatively but digital tech- 
nique at 10 years. We used markerless technique for our wear 
measurements; this relies on using the contour of the femoral 
head to calculate the center of the head. This contour is easier 
to determine on the more radiopaque cobalt-chrome heads, 
but we found no statistically significant difference in precision 
between the head materials. We had problems with a lack of 
visible markers and poor spread of markers in the acetabular 
segment, which was a limitation regarding the evaluation of 
cup stability. The patients had no clinical signs of cup loosen- 
ing up to 10 years, and we found no large osteolytic lesions on 
conventional X-rays. We therefore considered the cups to be 
stable despite this limitation. The study was performed with 
conventional polyethylene. Most hip-replacement surgeons 
have changed their practice and have left this socket material 
in favor of modern crosslinked PE. 

In summary, we found more than 50% wear reduction when 
using alumina heads rather than cobalt-chrome heads in this 
study. We recommend the use of this head material in patients 
in whom a high wear rate might be anticipated. 
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